Prospective study of the ARCHITECTHIV Ag/Ab Combo fourth generation assay to detect HIV infection in sexually transmitted infection clinics.
This prospective, cross-sectional study of HIV testing at two sexually transmitted infection clinics compares testing results from the ARCHITECT HIV Ag/Ab Combo fourth generation assay against the current standard of care in North Carolina (third generation enzyme immunoassay testing with western blot confirmation and reflex nucleic acid amplification testing of pooled seronegative samples). In this setting, the assay reported a sensitivity of 100%, a specificity of 99.9%, and a median turn-around time of 26.1 h.